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INTRODUCTION 


The  Earth's  magnetospher  ic  radiation  environment  is  an 
important  hazard  for  spacecraft  electronic  systems  in  the  altitude 
range  from  several  hundred  km  to  several  Earth  radii.  The  Space 
Physics  Division  of  the  Geophysics  Laboratory  (GL)  is  engaged  in  a 
program  to  provide  the  USAF  with  accurate  and  time  dependent 

radiation  belt  and  cosmic  ray  environmental  specifications.  Much 
of  the  data  for  this  effort  will  come  from  the  Combined  Release 
and  Radiation  Effects  Satellite  (CRRES) ,  which  is  presently 

estimated  to  be  launched  in  mid  1990.  Two  of  the  particle 
detection  systems  on  CRRES  have  been  designed,  fabricated  and 
calibrated  by  Panametrics,  Inc.:  the  AFGL-7 0 1 -2/Energet  ic 

Particle  Dosimeter  and  the  AFGL-701/High  Energy  Electron  Fluxmeter 
(Refs.  1-3). 

The  general  objective  of  this  contract  is  for  Panametrics  to 
provide  support  to  GL  in  analyzing  the  data  from  the  Dosimeter  and 
Fluxmeter  and  aid  in  GL's  efforts  to  update  and  improve  the 
radiation  belt  models.  The  specific  objectives  of  the  contract 
are : 

(a)  Prior  to  the  launch  of  CRRES  -  provide  support  in 

developing  the  data  analysis  procedures  for  the  AFGL- 
7 0 1  -  2 / Do s i m e t e r  and  the  AFG L - 7 0 1  -  4 / F luxme t e r 
instruments . 

(b)  Following  the  launch  of  CRRES  -  apply  these  procedures 
to  the  CRRES  data  to  provide  the  Dosimeter  and  Fluxmeter 
data  in  a  reduced  form  in  a  timely  manner. 

(c)  Use  the  obtained  CRRES  data  to  update  and  improve  the 

static  radiation  belt  and  cosmic  ray  models  and  to 

provide  inputs  for  dynamic  radiation  belt  and  magnetic 
storm  models. 

The  program  is  split  into  two  parts,  Phase  I,  covering  the  period 
before  the  CRRES  launch  and  Phase  II,  covering  the  post  launch 
pe^-iod.  During  Phase  I  a  modest  level  of  effort  will  be  expended 
to  develop  the  Dosimeter  and  Fluxmeter  data  analysis  and  data 
display  procedures.  A  higher  level  of  effort  will  be  expended 
during  Phase  II  to  finalize  the  data  handling  procedures  and  use 
the  data  to  update  and  improve  the  radiation  belt  and  cosmic  ray 
models . 
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PHASE  I  EFFORT 


2  . 


The  work  carried  on  during  this  period,  as  stipulated  in  the 
Technical  Proposal,  has  been  at  a  low  level  of  activity.  The 
primary  reasons  for  this  are  the  distant  and  uncertain  CRRES 
launch  date  and  the  possibility  of  change  of  the  parameters  of  the 
CRRES  orbit.  The  count  rates  in  the  Dosimeter  and  Fluxmeter 
detectors  are  guite  sensitive  to  the  actual  spacecraft  orbit,  so 
that  at  this  time  it  is  not  feasible  to  construct  the  final 
algorithms  for  the  analysis  of  CRRES  data. 


2.1  AFGL'701-2/Dosimeter 

The  CRRES  Dosimeter  measures  electrons  above  1  MeV  and 
protons  above  20  MeV  in  4  channels  (Domes)  ,  with  both  flux  and 
dose  being  measured.  Nuclear  star  events  are  also  measured  for 
each  detector.  The  Dosimeter,  shown  in  Fig.  2.1,  is  described  in 
Ref.  1,  and  is  similar  to  the  DMSP/F7  Dosimeter  described  in  Ref. 
2.  The  primary  detection  characteristics  of  the  CRRES  Dosimeter 
are  listed  in  Table  2.1.  The  flux  and  dose  channel  compression 
count  characteristics  are  given  in  Table  2.2. 

The  dosimeter  detectors  have  a  2n-  sr  f  ield-of-view  and 
separate  detected  pulses  into  electron  (LOLET  =  50  to  1000  keV 
energy  loss)  and  proton  (HILET  =  1  to  10  MeV  energy  loss) .  The 
star  thresholds  (40  or  75  MeV)  are  only  sensitive  to  high  energy 
proton  nuclear  interactions  ("stars")  or  to  heavy  cosmic  rays. 
Ref.  2  provides  a  detailed  description  of  t.he  basic  operation  of 
the  Dosimeter,  including  energy  loss  curves  for  the  four  Al 
dome/detector  sets. 

The  CRRES  dosimeter  dose  channels  have  been  adjusted  to 
overflow  .in  approximately  2  to  40  orbits  so  that  more  detailed 
dose  increment  data  can  be  obtained.  (The  DMSP  dosimeter  required 
months  to  overflow.)  The  overflow  intervals  for  each  of  the  four 
electron  and  proton  dose  channels  are  listed  in  Table  2.3.  The 
electron  flux  used  in  the  calculations  was  AE4  (Ref.  4)  and  the 
proton  flux  was  APS  MIN.  A  comparison  of  flux  and  dose  increment 
allows  the  average  particle  energy  loss  to  be  calculated,  and  can 
be  used  to  separate  protons  and  electrons  in  the  LOLET  channels. 
Note  that  LOLET  (Low  Linear  Energy  Transfer)  and  HILET  ^High 
Linear  Energy  Transfer)  are  actually  better  descriptions  for  the 
electron  and  proton  channels. 
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Table  2.2 


CRRES  Dosimeter  Compression  Counter 


Flux  Count^'"s:  Output  counts 

Minimum  count  =  M  x  2^ 

Electron  Channel;  F  x  M  =  4  x  4  bits/over f low  at  524283 

Proton  Channel;  E  x  M  =  3  x  5  bits/overf ] ow  at  409G 

Notes;  Proto..  Channel  No.  4  has  a  prcscale  Kpf  =  8, 

so  input  count  =  Kpf  x  M  x  2- 

Dose  Counters;  Output  counts  used  with  Dose  calibration  factors 
Counters;  =  R  +  E  x  M 

=4+4x4  bits 

Modified  counter  version;  output  counts  are 
D  =  16n  +  R  +  16M  x  2^,  E  v  7  (or  E  <  8) 

where  0  <  n  <  2^-1,  =  2^  x  16  (lor  /.M  =  ]) 

D  =  16n  +  R  +  16  (M  +  8  (E  -  7))  128,  E  >  7  (or  E  >  8) 

where  0  <  n  <  127,  a  =  128  x  16  (for  .‘.M  =  1) 

D  at  overflow  =  16  x  10,240 
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2.2  AFGL-701-2/Fluxmeter 


The  CRRES  Fluxmeter  measures  primarily  electrons  in  the  1  to 
10  MeV  range  in  ten  intervals.  Secondary  data  provide  some 
information  on  high  energy  proton  fluxes.  The  Fluxmeter, 
illustrated  in  Fig.  2.2,  is  designed  to  measure  electrons  in  the 
presence  of  high  energy  protons.  Two  solid  state  detectors  and  a 
BGO  (Bismuth  Germanate)  scint  il  l.ator  form  the  primary  triple¬ 
coincidence  electron  detection  scheme.  A  cylindrical  anti- 
coincidence  plastic  scintillator  around  the  BGO  scintillator  is 
used  to  reject  electrons  which  scatter  out  of  the  side  of  the  BGO 
crystal,  to  reject  edge-cutting  proton  for  some  coincidence 
configurations,  and  to  reduce  interference  from  side-entry  high 
energy  protons.  The  Fluxmeter  can  have  any  coincidence  or  anti- 
coincidence  reguirement  set  by  ground  command,  so  there  are  eight 
(8)  possible  operating  configurations.  The  nominal  electron 
channel  geometric  factors  and  particle  detection  energy  ranges  are 
given  in  Table  2.4.  A  more  detailed  discussion  of  the  Fluxmeter 
design  and  operation  is  given  in  Ref.  3. 

The  CRRES  Fluxmeter  is  designed  to  measure  1-10  MeV  electrons 
in  ten  channels,  in  the  presence  of  large  fluxes  of  high  energy  (> 
100  MeV)  protons.  This  is  particularly  necessary  for  measuring 
these  electrons  in  the  inner  radiation  belt.  It  is  expected  that 
the  normal  mode  of  operation  will  have  the  two  solid  state 
detector  coincidences  and  the  plastic  scintillator  anti- 
coincidence  all  enables.  However,  in-orbit  data  v/ill  be  used  to 
verify  that  this  mode  provides  the  most  reliable  results.  The 
Fluxmeter  has  a  7.5°  half-angle  detection  cone,  so  pitch  angle 
d ’ stributions  will  be  measured.  The  nominal  geometric  factor  is 
0.012  cm^-sr,  so  that  low  flux  pitch  angle  distributions  may  have 
to  be  averaged  ovt.r  several  spins.  Much  of  the  1-10  MeV  electron 
flux  measurements  will  be  the  first  reliable  measurements  of  this 
component  of  the  earth's  trapped  radiation  environment. 


3 .  SUMMARY 

We  are  developing  algorithms  that  utilize  the  known  Dosimeter 
and  Fluxmeter  responses  and  various  trapped  radiation  models  to 
estimate  the  expected  on  orbit  count  rates.  The  preliminary 
calculation  of  Dosimeter  count  rate  is  complete.  Data  analysis  to 
determine  the  Fluxmeter  response  to  electrons  is  currently  under 
way . 


As  soon  as  a  firm  launch  date  for  CRRES  is  determined,  the 
Dosimeter  and  Fluxmeter  instruments  will  be  refurbished  in 
preparation  for  satellite  integration.  At  that  time,  the  effort 
devoted  to  this  program  will  increase  to  insure  that  all  required 
data  analysis  algorithms  are  completed  by  launch  time. 
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